Comparison of three different atrial septal defect occlusion devices.
Three different devices were used to close secundum-type atrial septal defects in 28 patients. The "Amplatzer" is associated with an easier and shorter procedure than are the "Sideris Buttoned Device" and the Microvena "Angel Wings" devices.